EP-1299: Various preclinical studies using image-guided small animal irradiators  by Song, K. et al.
2nd ESTRO Forum 2013   S487 
scans were made (120 kV, 250 mAs). In the first scan, the phantom 
contained only Solid Water rods. This scan was reconstructed without 
O-MAR to obtain a baseline. In the second scan, rod H was replaced 
with a titanium rod to simulate a patient with a unilateral metallic hip 
prosthesis. For the third scan, also rod E was replaced with a titanium 
rod to simulate a patient with bilateral metallic hip prostheses. Both 
the second and third scan were reconstructed with O-MAR. In each of 
the three reconstructions, cylindrical VOIs (d = 20 mm, l = 42 mm, 
approx. 6400 pixels) were created in each rod using ProSoma 3.3 
(MedCom GmbH, Darmstadt, Germany). Subsequently, the mean CT 
number and the standard deviation were determined in each VOI. 
With a t-test, it was assessed whether the mean CT numbers obtained 
from each VOI in the reconstructions of the patient simulations 
differed significantly (p < 0.01) from the baseline values. 
 
  
Results: In the unilateral simulation, the mean CT number in 10 of the 
19 VOIs was significantly different. However, all differences were 
small (range: -2.4 to +2.3 HU) and therefore not considered of clinical 
relevance. In the bilateral simulation, the mean CT number in 13 of 
the 18 VOIs was significantly different. Apart from rods O and T, the 
differences were small (range: -2.0 to +11.8 HU) and therefore not 
clinically relevant. In rods O and T, the difference was respectively -
32.5 and -31.5 HU. Although relatively big, these differences are also 
not clinically relevant as in our external beam radiotherapy planning 
department, beam setups in which a beam enters the PTV through a 
metallic implant are always avoided. 
Conclusions: Our phantom study shows that the CT numbers in O-MAR 
reconstructions of the pelvic area that contain large metal objects are 
accurate enough for clinical use in external beam radiotherapy 
treatment planning. 
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Purpose/Objective: In September 2009 the newly designed digital 
linear accelerator TrueBeam STx (Varian Medical Systems) was 
installed. Over the last three years constancy tests were performed to 
evaluate the stability of this machine. 
Materials and Methods: The linear accelerator is equipped with two 
flattened and two flattening filter free beams of nominal energy 6 MV 
and 10 MV. As of November 2009, the output was checked daily using 
a PTW LinaCheck device; and since March 2010, energy and symmetry 
were checked weekly using a PTW QuickCheck device. IsoCal 
verification, a method to quantify deviation from the kV and MV 
imaging isocenters to the treatment isocenter and to determine 
gantry isocenter instabilities, was performed on a daily basis. For 
comparison, a weekly kV isocenter check using a cube with an internal 
metal ball, and monthly gantry starshots were performed. The 
performance of the high definition multi leaf collimator (HD MLC) was 
tested initially on a weekly basis. More recently the frequency was 
changed to daily. MLC performance was verified using Picket Fence 
tests and by analysing trajectory logfiles.  
Results: During the first two years the output increased by 0.3 % per 
month, after which the output became stable. Variation in symmetry 
was larger for FFF beams compared to flattened beams due to the 
high sensitivity of FFF beam symmetry on the detector array setup. 
The symmetry of the flattened beams drifted by approximately 1% and 
had to be adjusted in June 2012. No drift was observed for the FFF 
beams. The two imaging isocenters have never differed by more than 
0.4 mm from the treatment isocenter. There exists no 
recommendation for the frequency of MLC initialisation. Our analysis 
of the daily Picket Fence test showed that initialisation should be 
done on a weekly basis and Picket Fence test on a daily basis. It 
occurred four times during the three-year period, that one of the MLC 
leafs had a positioning discrepancy of between 1-2 mm. This was 
detected in the morning by the Picket Fence test. The error was not 
detected as an interlock by the linear accelerator (linac) nor recorded 
in the trajectory logfiles. Trajectory logfiles only record the primary 
and not the secondary readout. Therefore QA based only on trajectory 
logfiles is not sufficient. 
Conclusions: It is important to perform extended QA for linacs which 
are new on the market, to evaluate their weaknesses and strengths. In 
our opinion the strength of the TrueBeam is the high precision of the 
imaging system; a weakness being the stability of the monitor 
chamber and the design of the HDMLC. An interlock for the MLC is 
only triggered if the deviation between the primary and secondary 
position is larger than 2.5 mm. We have experienced a slight drift of 
the flattening filter with time, which altered the symmetry of the 
flattened beams. 
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Purpose/Objective: The experience on the image-guided preclinical 
studies, conducted on two dedicated kilovoltage small animal 
irradiators, are to be presented (XRad-320 and XRad-225Cx, Precision 
X-Ray Inc., North Branford, CT). 
Materials and Methods: Two platforms of preclinical stereotactic 
irradiator are used, which are capable of delivering high dose, high 
dose-gradient small field (circular, square, and custom shape) 
irradiation utilizing a x-ray image guidance system. The XRad-320 is 
composed of a fixed radiation source and a computer-controlled 2D 
localization system. In contrast, the XRad-225Cx can deliver multi-
angle beams with 3D localization based on a built-in cone-beam 
computed tomography. The basic science experiments performed on 
two systems are: hemibrain irradiation utilizing a custom D-shape 
collimator to examine the genetic basis for radioresistance in 
glioblastoma; a single fraction of 10 Gy whole brain irradiation using a 
10 mm circular collimator to study the association of drug addiction 
with hippocampal neurogenesis; 90 Gy single fraction irradiation using 
1 - 5 mm collimators to study the response of normal lung; orthotopic 
lung and prostate tumor treatment in rats using high dose stereotactic 
irradiation; 16 Gy single fraction irradiation of age-related macular 
degeneration with the application of anti-phosphatidylserine (anti-PS) 
antibodies in a mouse model; a single fraction dose escalation to study 
the effects of stem cell enhanced fat grafts to mitigate cutaneous 
radiation injury. Various preclinical imaging modalities (MRI, 
ultrasonography, bioluminescence imaging) are used to aid in planning 
and/or response assessment. 
Results: Hemibrain study showed that the loss of conditional p53 and 
PTEN genes, alone or in combination could result in radioresistance in 
an actively dividing population in the brain. The whole brain 
irradiation study in animal model indicated that the suppression of 
neurogenesis in adult hippocampus enhanced vulnerability with a 
variety of drug addictions and its relapse. In normal lung of rats, the 
obliteration of alveoli, hyperplasia of the bronchiolar epithelium, and 
small inflammatory of cells were observed in response to small high 
dose irradiation. Orthotopic tumors are dramatically in size and their 
activity are effectively suppressed compared to control groups. 
Preliminary data indicated that anti-PS antibodies with radiation have 
a potentiating effect in blocking choroidal neovascularization. 
Ulceration occurred on all irradiated skin of various doses within 10 
days post irradiation. Peak ulceration was weakly correlated with 
doses, while average ulceration presented a stronger correlation. 
Conclusions: The radiation effects in various preclinical small animal 
models were successfully studied.  
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